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FRT in healthcare






|dentification of a person

Authentication/verification
(confirming that the person is whom
he/she claims to be)

|dentification/recognition (confirming
that the person is whom we believe
he/she is).



Patient check-in: patients facing difficulties communicating
(unconscious patients, children, elderly patients, patients with
mental incapacities)

Track the patient’s medical record

Give the patient access to health information (medical exams,
medical files)

Avoid mistaken identities, namely in urgent situations and/or
when the patient is in an unconscious state.

Control entries: access to places considered restricted areas
(patients, relatives, health staff)

Exit control: patients with mental diseases, children (baby
kidnapped)
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Facial characterisation

To impute reactions and feelings to a

person by analysing the face and its
micro-expressions.

v’ To track how patients react to physical and
emotional pain (medical burnout

v’ Confirm that the patient took the
medication

v/ Monitor outpatients (smartphone scan)




Diagnose and predict
medical conditions

v’ Identification of rare genetic conditions (diagnose
autism spectrum disorders, Cushing’s
syndrome, Cornelia de Lange syndrome)

v’ Prediction of risk factors: smoking (wrinkles around
the mouth); alcoholism (larger nose); excessive
exposure to the sun (brown spots and wrinkling)
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Compliance with the Medical
Devices Regulation

Article 2(1) MDR ‘instrument, apparatus, appliance, implant,
reagent, material or other article’

Aimed for any of the very broad list of purposes

When FR is used to provide healthcare, it can be considered a medical
device



Compliance with the Medical Devices Regulation

A conformity assessment (Articles 2(40) and 52 of
the MDR) is required before the device is
launched into the market

demonstrating that the requirements (General
Safety and Performance Requirements -GSPRs)
are fulfilled.

Only a positive assessment allows the CE marking
of conformity (Article 20 of the MDR).



Article 51 of the MDR: class |, lla, IIb and IllI.

Rule 11 of the MDR

As a rule, software will be considered class Ila

However:

* when those medical decisions can lead to
‘serious deterioration of a person's state of
health or a surgical intervention’ - class llb.

* when the medical decisions are taken based on
that software can lead to ‘death or an
irreversible deterioration of a person'’s state of
health’ - class Ill




Y

IMIZ5 NN

= . = ol ¥ A

244 @ the standard in safety ‘ d Via N
- Class |la devices and higher o
ammm (and some class | devices) ‘ EU P\OCAT 5\ Q

ﬁﬁﬁﬁﬁﬁ

amentos y

0s sanitarios . - -
Assessment of notified bodies 0 R KI A TUVRheinland”
. Precisely Righg

Textie Research Ins
INSTYTUT WLOKIEN

SWlSS TS INBELGIUM >

o “lv‘.
‘4\" )

YWRW \t

°°oooo°‘ ch l

N M E Y El
:QUA\-“ |

EY TUTO DI CERTIFICATIONE DELLA QUALITA

\\Illl/,

CELOVITE

RESITVE

MG &

VD
* %

. E bc- .
e F—
.L"':\“'

BB B2 B b DEKRA 4 PU






@ HIGH RISK

LIMITED RISK

(Al systems with specific

transgarency cbligations)




High Risk Al- Article 6

Article 6
Classification rules for high-risk Al systems

1. Irrespective of whether an Al system is placed on the
market or put into service independently from the
products referred to in points (a) and (b), that Al system
shall be considered to be high-risk where both of the
following conditions are fulfilled:

(a) the Al system is intended to be used as a safety
component of a product, or the Al system is itself a
product, covered by the Union harmonisation legislation
listed in Annex I;

(b) the product whose safety component pursuant to
point (a) is the Al system, or the Al system itself as a
product, is required to undergo a third-party conformity
assessment, with a view to the placing on the market or
the putting into service of that product pursuant to the
Union harmonisation legislation listed in Annex |.

2. In addition to the high-risk Al systems referred to in
paragraph 1, Al systems referred to in Annex Ill shall be
considered to be high-risk.
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Compliance with the Al
regulation: Ex-ante control

Conformity assessment: a precondition for the grating
of the CE marking of conformity (commercialisation):

v’ systems of risk assessment and risk mitigation;

v’ use high-quality datasets to train the system;

v maintain regular activity logs to allow traceability;
v’ provide users with sufficient information;

v’ assure human oversight;

v’ guarantee the robustness, security and accuracy of
the system;

v’ keep detailed documentation to allow authorities to
allow the authorities in charge to assess compliance
with the legal requirements



MDR + Al Act

Will the notified body proceed
to the two conformity
assessments?

The same notified body?



The data processed by FRT

Personal data
Biometric data

Sensitive data



The legal ground for
data processing

Legal ground for data
processing

Personal data (Article 6 GDPR)

+

Sensitive data (Article 9 GDPR)



Consent?

Article 6(1)(a) GDPR
Article 9(2)(a) GDPR



How will this work together?
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